Background: Yearly influenza virus mutations potentially affect the performance of molecular assays, if nucleic acid changes involve the sequences in the assay. Because individual patient viral loads depend on variables such as duration of illness, specimen type, age, and immunosuppression, we examined seasonal population averages of positive tests to smooth inherent variability. Methods: We studied the population seasonal averages of the semi-quantitative nAMPs for the influenza matrix and hemagglutinin genes in the GenMark (Carlsbad, CA) Respiratory Viral Panel assay between 3 institutions over 3 Influenza seasons. Results: Population average nAMPs were strikingly consistent between separate institutions, but differed substantially between H3N2 and H1N1 seasons. In the 2012-2013 and 2014-2015 influenza seasons, matrix gene H3N2 nAMP averages were 50-70% less than those of the same assay in the 2013-2014 H1N1 season. Influenza strains representative of these seasons were grown in tissue culture and when the supernatant virus was adjusted to the same copy number using a TaqMan assay, the same relative differences were reproduced in the RVP assay. Because the sequences for the PCR and PCR product detection in the GenMark assay are proprietary, the manufacturer provided single stranded DNA matching the capture probe for the representative H3N2 (3 mismatches) and H1N1 strains (2 different mismatches). Equimolar concentrations of these synthetic DNA sequences gave average nAMP values that closely correlated with the average nAMPS of the representative strains and their respective seasonal averages. Conclusions: Seasonal averages of semi-quantitative data may provide a means to follow assay performance as a reflection of the effects of molecular drift.
Background
Influenza A virus undergoes yearly antigenic drift that affects seasonal vaccine effectiveness. Nucleotide sequence changes primarily in the hemagglutinin (HA) gene underlie these yearly changes, and are affected by population-wide immunologic selection [1] [2] [3] [4] [5] . Mutation rates have been estimated to occur with a frequency of 5.72 × 10 −3 nucleotide substitutions per site per year not only in the HA gene, but also independently in the matrix gene with a similar frequency of 5.39 × 10 −3 nucleotide substitutions per site per year [6, 7] . Although molecular methods to detect Influenza virus RNA have targeted conserved areas of the HA and matrix genes, these methods are inherently subject to decreased sensitivity over time, as mutations accumulate in the target sequences of the assay. Examples of reduced sensitivity in molecular assays have been reported due to mutations in the Influenza matrix gene in 2012 and 2013 by Yang et al. in Taiwan [7] , as well as in molecular assays for M. tuberculosis, and enterovirus, Respiratory Syncytial Virus, Hepatitis B, and influenza viruses [8] . In this study, we present data suggesting that sequence differences in the Influenza matrix gene between strains of H3N2 and H1N1 account for differences in the GenMark Respiratory Viral Panel (RVP) matrix gene assay nanoamperes (nAMPs), and that these differences are reflected in the population average mean ± SDs of all positive matrix gene tests over the course of an entire season.
Methods
Our objective was to determine whether averaging the semi-quantitative nanoamperes (nAMPS) obtained from the GenMark (Carlsbad, CA) Respiratory Viral Panel (RVP) for all positive results for an entire Influenza season would show meaningful differences due to Influenza sequence drift.
Study design Patients studied
De-identified nAMP data from all patients who had a respiratory virus panel (RVP) (GenMark Diagnostics, Inc. eSensor, Carlsbad, CA) performed between 2012 -February, 2015 at UFHealth Shands Hospital, Gainesville, FL, BayCare Health System, Clearwater, FL and Pathology Consultants of South Broward, Hollywood, FL. All patient sample types (nasopharyngeal (NP) swabs, nasal swabs, throat swabs, sputums, endotracheal suction, bronchoalveolar lavage (BAL), etc.) were included in the study since the intent was to use population averages as a means of controlling for differences in clinical and sample collection variables.
Nucleic acid extraction
At UFHealth Shands Hospital, 200 μl of patient sample in viral transport medium was extracted with the MagnaPure compact (Roche Diagnostics, Indianapolis, IN), and was eluted in 50 μl of which 5 μl was added to the GenMark RVP assay. At Memorial Healthcare System, respiratory virus samples were extracted utilizing the easyMag (bioMerieux, Durham, NC). Two-hundred microliters of sample (nasopharyngeal swab) collected and transported in viral transport medium was prepared using the onboard protocol and extracted as per manufacturer recommendations. Nasopharyngeal swab samples not placed in viral transport medium were occasionally collected in Liquid Stuarts media. These samples were processed in 2 ml of lysis buffer (bioMerieux, Durham, NC) and prepared in an off-board extraction protocol as per manufacturer recommendations before loading onto the easyMag extractor. Nucleic acid was eluted in 60 ul with 5 ul being used in the GenMark RVP assay. At BayCare Health System 200 μl of patient sample was extracted using the QIAGEN QIAamp MinElute Virus Spin Kit on the semi-automated QiaCube system with on-board lysis. Nucleic acid was eluted in 60 μl and 5 μl were used in the GenMark RVP assay.
GenMark RVP assay
The GenMark RVP panel was used according to instructions from the manufacturer. The extracted nucleic acid is reverse transcribed and amplified using viral specific primers with RT-PCR enzyme mix. The amplified DNA is converted to single-stranded DNA via exonuclease digestion and is then combined with a signal buffer containing ferrocene-labeled signal probes that are specific for the different viral targets [9] . A visual description is available at https://www.genmarkdx.com/solutions/technology/esensor/. Amplicon detection is measured by the peak height of a current flowing between the gold electrode and the ferrocene labeled probe, which is brought into proximity with the electrode by the capture probe binding to the target amplicon. Thus the peak current flow in nanoAMPs is a function of the number of targets bound to the capture probes and the tightness of this bond. The technology is sufficiently sensitive to be able to detect single basepair(bp) mutations in cystic fibrosis (https://genmarkdx.com/solutions/panels/xt-8-panels/cysticfibrosis-genotyping-test/) and in thrombophilia (https://genmarkdx.com/solutions/panels/xt-8-panels/thrombophilia-risk-test/).
TaqMan assay
We developed a TaqMan The TaqMan assay was used to match viral RNA copy number for supernatant tissue culture fluid for these 4 strains grown in tissue culture. Tissue culture fluids were extracted, adjusted appropriately for differences in concentration as measured by the TaqMan assay and run in the RVP in quadruplicate.
Influenza matrix gene sequencing
The matrix gene for the 4 Influenza strains were sequenced by traditional Sanger sequencing in the UF Biotechnology Core laboratory facility, using the following primers for an approximately 800 base pair (bp) product: 
Cell cultures
MDCK-SIAT2,6-UF cells [10, 11] , which overexpress influenza virus α2,6-linked sialic acid receptors, were used for the isolation of influenza viruses. The cells were propagated as monolayers at 37°C and 5% CO2 in Advanced Dulbecco's Modified Eagle's Medium (Invitrogen Corp., Carlsbad, CA, USA) supplemented with 2 mM L-Alanyl-L-Glutamine (GlutaMAX, Invitrogen Corp.), antibiotics (50 μg/mL penicillin, 50 μg/mL streptomycin, 100 μg/mL neomycin (Invitrogen Corp.)), and 10% (v/v) low IgG, heat-inactivated gamma-irradiated fetal bovine serum (HyClone, Logan, Utah). 
Virus isolation and propagation
For primary isolation or passage of stock viruses, aliquots of samples containing influenza virus were inoculated onto newly confluent MDCK-SIAT2,6-UF in serum-free aDMEM otherwise supplemented as described above plus L-1-tosylamido-2-phenylethyl chloromethyl ketone treated mycoplasma-and extraneous virus-free trypsin (Worthington Biochemical Company, Lakewood, NJ) in 5% CO2 at 33°C. The TPCK-trypsin was used at a final concentration 2 μg/mL. For virus passage, cells were infected at a multiplicity of infection of 0.01 or less. The inoculated cells were monitored daily for influenza virusspecific cytopathic effects (formation of focal enlarged granular cells followed by sloughing in rapid progression); in most cases, about 80% of the virus-infected cells had detached from the growth surface at the end of 2 days of infection. The presence of influenza A virus in the cell culture media was quickly determined using a commercial solid phase ELISA test (QuickVue influenza A and B kit, Quidel Corp., San Diego, CA, USA), and the viral gene sequences determined after RT-PCR and sequencing as described previously [11] . Tables 1 and 2 . T-tests were performed on line at http://www.graphpad.com/quickcalcs/ttest1.cfm.
Statistics
ANOVA and Chi-squared were performed online as referenced in
Results
Population seasonal nAMP means ± SDs are shown in Table 1 and were consistent between institutions within a given year. For example, in Table 1 
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When adjusted for the number of input RNA copies based on the cycle-threshold (Ct) of the TaqMan matrix gene assay, H3N2 strains representative of those circulating in the 2012-2013 and 2014-2015 seasons had significantly lower average nAMPs than the H1N1 strain from 2013 to 2014 (see Table 2 ) and these average nAMPS were very close to those of the seasonal population averages. As was the case for the population averages, the average nAMPS of the TaqMan copy number adjusted H3N2 strains were statistically significantly lower than that of the H1N1 strain KJ195788 showed the same 3 bp mismatches in the capture probe for the H3N2 strains as opposed to only 2 different ones for the H1N1 when compared with the sequence of the proprietary GenMark RVP assay. Discussion of the location of these mismatches with GenMark suggested the 3 mismatches in the H3N2 strains were likely to be more destabilizing than the 2 mismatches in the H1N1 strain. Please see Table 2 for complete details. Since the GenMark assay sequence details are proprietary, specific sequence data as to which mutations were observed is not available. In contrast, the subtype genes of both the H3N2 and H1N1 strains have a perfect sequence match with their respective subtype capture and signal probes and a single bp mismatch in both forward and reverse primers.
In order to confirm and better understand the relationship between sequence differences and nAMPs, GenMark Diagnostics provided single-stranded DNA matching the capture probe sequences of the H3N2 and H1N1 strains. When this synthetic DNA was run in the eSensor, equimolar concentrations gave average nAMPs of 150.5 ± 17.2 and 72.9 ± 16.3 nAMPs (N = 4, p = 0.0006, t-test), for the sequences matching the H1N1 strain and H3N2 strains, respectively (see Table  2 ). A capture probe with a perfect sequence match to the GenMark assay was tested at GenMark and gave the same average nAMPs as the H1N1 sequence, despite the 2 mismatches in the H1N1 sequence (data not shown).
Discussion
The use of respiratory virus quantitation has been discussed primarily in relation to severity of individual patient illness and duration of viral shedding [10] [11] [12] . Clearly such quantitative values, whether GenMark nAMPs or TaqMan Ct values from commercial or lab developed assays, vary greatly from patient to patient and even within a patient depending primarily time of sample The 2013-2014 H1N1 season matrix gene nAMPS were markedly higher than the prior and following H3N2 seasons. Since the same matrix gene assay is used for both subtypes, it was possible these differences could have reflected seasonal differences in Influenza illness severity; however, sequence analysis suggested that the differences were better explained by sequence drift in the matrix gene that had occurred by the 2012-2013 season, and was unchanged in the 2014-2015 season. Since the nAMP averages from the synthetic single stranded DNA of the H3N2 and H1N1 capture probe sequences closely matches those of the seasonal averages, sequence variation between the H3N2 and H1N1 viruses offers the best explanation for the seasonal differences.
Further study is needed to determine whether population averages could reflect the clinical intensity of an influenza season, once it was determined that no assay-related sequence drift had occurred, on the theory that more severely ill the patients might seek medical care earlier in the course of their illness. Hence higher titers could be a reflection of patients being tested earlier when their titers were higher [12] [13] [14] [15] [16] . As noted above, the subtype genes of both the H3N2 and H1N1 strains have a perfect sequence match with their respective subtype capture and signal probes and a single bp mismatch in both forward and reverse primers, but since each subtype assay has different target sequences, average nAMPs cannot be compared.
One of the limitations of this study is that we did not save the actual strains from the 3 influenza seasons studied, since the laboratory was no longer performing viral Another issue, although not strictly a limitation of the study, is that the GenMark assay is more complex than traditional TaqMan assays, in that after the PCR product is produced, it is captured on a solid phase where a 4th probe that carries a ferrocene label is required to bind to permit detection of an electrical signal. Although a positive assay is reported from 3.0 to >300 nAMPs, in our experience the actual linear range is only about 10-30 fold, which is very narrow compared with the generally observed 5 logs of linearity for a typical TaqMan assay.
Perhaps the most important implication of this study is that quantitative population averages (whether done by nAMPs as in the GenMark assay, or by Ct as would be the case in other manufacturers' assays) appear to be sensitive to Influenza sequence changes due to seasonal drift that result in assay mismatches. In addition, it is possible that plotting the nAMPs of the matrix gene vs the subtype gene may offer a simple method to detect subpopulations with sequence variations affecting the performance of the assay. Although it does not appear that any Influenza strains were actually "missed" in our study because of mismatches between the matrix gene assay and the matrix gene sequence in circulating strains, further sequence drift in circulating strains could render the assay falsely negativee at some point.
Conclusions
Seasonal average nAMPs were remarkably consistent between institutions within a given year. The differences in the matrix gene averages between H3N2 and H1N1 seasons were consistent with the number and location of mismatches in the molecular assay. Instrument manufacturers, laboratories and regulatory agencies should work out an approach to capture this type of data electronically on national and regional levels so that seasonal sequence drift affecting the performance of molecular assays can be monitored. 
